November 4, 2016

RE: Engineering Peer Review 201403005 Revision 6

Dear Apeks Supercritical Customer,

Apeks Supercritical models 1500-1L, 1500-xL, 2000-xL, i2000-xLD, 2000-xL (manual), 5000-xL, & 5000-xLXxL DP have been evaluated by a Nevada Professional Engineer and found suitable for use, providing:

1. At installation, the equipment is successfully field verified by PSI to confirm the equipment is installed in accordance with Engineering Peer Review 201403005 Revision 6
2. All pressure relief devices are vented to exhaust piping.

The 1500-1L, 1500-xL, 2000-xL, i2000-xLD, 2000-xL (manual), 5000-xL, & 5000-xLXxL DP were reviewed using the following internationally recognized codes and standards:

- ASME Boiler and Pressure Vessel Code, Section VIII, Division 1, 2013

Please direct all technical questions to Apeks Supercritical.

Official copies of this document include original signatures and embossed Professional Engineer stamps. Photocopies or scans of this document are not considered official documents.

Chris J. Witherell, PE 

EXP 6/30/2018
THIS IS NOT A FIELD VERIFICATION LETTER

5460 Montana Vista Way, Suite 101, Castle Rock, CO 80108
303-317-6877 • info@psinspectors.com • www.psinspectors.com